• The energy consumption ambulating with a Stride-on knee walker has not been investigated previously.
Introduction
Medical rehabilitation requires active participation and work on the part of the patient seeking to regain the capability of ambulating. Effective rehabilitation programmes must attempt to increase the patient's ability to perform work and concurrently decrease the amount of work required. The former goal is achieved through exer- cise and rehabilitation training, and the latter by use of adaptive devices or environmental manipulation [1] .
Following foot-and-ankle surgery, many patients will need to mobilise without bearing weight through their operated limb. This requires the use of a mobility aid. There are a number of devices available to patients to aid rehabilitation following foot-and-ankle orthopaedic surgery or lower limb surgery. These include crutches, walking frames and more recently innovative devices such as the 'Stride-on' knee walker. The 'Stride-on' knee walker is a five wheeled, patient-propelled, mobility scooter designed specifically for patients who have undergone foot-and-ankle surgery. Its key design features include four stabilising wheels, a fifth wheel for steering, which is attached to a steering column, a knee support for the patient to rest the affected knee and shin on, and a shopping basket [2] .
Three-point ambulation with crutches has previously been shown to double the energy expended by patients compared with normal walking [3, 4] . It has also been demonstrated that patients with spinal cord injuries have a higher energy consumption and oxygen cost, with a lower walking velocity compared with ablebodied control subjects, and within this group, mobilising with three point crutch ambulation is more energy efficient compared to a walker [5] .
To date, there is no record in the literature as to the energy consumption of a patient using a 'Stride-on' device. It has been shown however that a two-wheeled mobility scooter, designed for African amputees, which is significantly different in design to the 'Stride-on', reduced energy consumption by 60% compared with three-point crutch ambulation [6] .
We therefore seek to investigate the difference in energy consumption between a walking frame and three-point ambulation with crutches compared to the Stride-on rehabilitation scooter.
Aim
To investigate the difference in energy consumption with the use of a Stride-on rehabilitation scooter compared with the use of crutches (three point ambulation) or a walking frame in physically healthy individuals to identify the suitability of its use.
Null hyopthesis
There is no difference in the amount of energy consumed when mobilising with a Stride-on scooter compared to a walking frame or crutches.
Materials and methods
We recruited ten healthy and able-bodied volunteers aged between 20-40 years. They were all able to give valid consent, and none had any history of lower limb injury in the past or any difficulty mobilising. They took no long-term medication and were all non-smokers.
All patients underwent baseline measurements of height, weight, heart rate (HR), resting oxygen saturations (SATS) and resting blood pressure (BP).
We measured energy consumption using Cardio-Pulmonary Exercise Testing (CPET) whilst the subjects were asked to mobilise on a standard treadmill (Fig. 1) .
A pilot trial was carried out to calculate ideal walking speed and time that could be transferred to all 3 mobility aids safely, without tiring significantly and all subjects were required to mobilise at a speed of 1 km/h for a time of 3 min a zero inclination, whilst being on the CPET monitor.
CPET is a functional assessment of cardiopulmonary reserve, and has been used to assess elite athletes as well as assessing fit- ness for surgery. The ability to perform exercise is related to the cardiopulmonary systems ability to supply oxygen and remove carbon dioxide. This requires adequate pulmonary ventilation, gas exchange, gas and substrate transport in the blood and uptake and utilisation at a cellular level. CPET is a measure to reflect this whole process [7] .
The variables measured include oxygen consumption (VO 2 ), carbon dioxide excretion (VCO 2 ), minute ventilation (MV) and respiratory rate (RR). The VO 2 is the product of the cardiac output and arterio-venous oxygen difference and therefore also reflects cellular aerobic oxidation of glycogen and fatty acids in the mitochondria as adenosine triphosphate is sourced. The VCO 2 should then reflect the VO 2 changes as long as the exercise is within the anaerobic threshold, and there is no cardiopulmonary disease. This is therefore a good and sensitive marker of energy consumption and reflects all aspects of cardiopulmonary function [8, 9] .
The setup involves walking on the treadmill whilst being connected to a pulse-oximeter at the set speed. Inspired and expired gases are sampled by a metabolic cart via a mouthpiece whilst a nose clip is worn, allowing oxygen consumption and carbon dioxide excretion to be measured by the calibrated machine. Subjects all initially performed the walk test and then sequentially perform tests with a narrow walking frame, which was adjusted to fit the treadmill belt, followed by three point mobilisation using crutches, and finally on the Stride-on mobility scooter (Model E3SL, StrideOn UK Ltd., Somerset, UK), which was locked in straight steer for safety (Fig. 2) . They mobilised on their dominant leg and all had a 30-min rest in between tests to allow for a full recovery, preventing any influence on subsequent runs.
All data was collected on a spreadsheet using Microsoft Excel (Microsoft, Redmond, WA, USA), and statistical analysis was carried out using SPSS software (Version 20.0, IBM Corporation, Chicago Illinois). Wilcoxon signed rank test was carried out to compare non-parametric values and test significance, along with the median, using a 95% confidence interval. A Bonferroni correction was also carried out to counteract the effect of multiple comparisons.
The study had been reviewed and approved by the South Devon Healthcare NHS Foundation Trust (SDHNFT) Research and Development Department.
The trial was conducted in compliance with the principles of the Declaration of Helsinki (1996) , the principles of good clinical practice and in accordance with all applicable regulatory requirements including but not limited to the Research Governance Framework for Health & Social Care.
Results
Ten subjects underwent testing, including 5 males and 5 females. The age range was 24-38 years. None of the subjects had any history of cardiovascular pathology, took no regular medication, did not smoke, and had no mobility issues or foot and ankle pathology. All 10 completed the full test cycle. The Body Mass Index (BMI) ranged from 17.1-33.5 kg/m 2 . Table 1 shows all the baseline characteristics and measurements at rest for each individual. Table 2 
Due to the small numbers, the median was used to calculate significance using a non-parametric method. We set expected changes of VO 2 and VCO 2 at 0.1 L, minute ventilation at 0 L/min, pulse at 10 beats/min, and respiratory rate at 5 breaths/min.
These results demonstrate that the use of three-point crutch mobilisation demonstrated significantly higher median changes in VO 2 (0.7 L; 140%), VCO 2 (0.6 L; 150%), MV (17.3 L/min; 142%), pulse (19 bpm; 23%) and RR (7.5 breaths/min; 54%) compared to 3 min of walking independently (p < 0.05). Mobilisation with a frame also produced similar increases compared to walking; VO 2 (0.7 L; 140%), VCO 2 (0.8 L; 200%), MV (19.9 L/min; 163%), pulse (29.5 bpm; 36%), and RR (10.0 breaths/min; 71%).
Even when applying the post-hoc Bonferroni correction for multiple comparisons, the p-value becomes set at 0.017. This means the parameters of VO 2 , VCO 2 , MV, and RR remain significantly higher using crutches and a frame compared to walking.
Tests using the Stride-on device demonstrated no significant increase compared to walking over the test period with regards to VO 2 (0.1 L), VCO 2 (0.1 L), pulse (7 bpm), and RR (4.0 breaths/min). The minute ventilation was significantly higher with a Stride-on compared to walking (4.9 L/min).
Discussion
Our results demonstrate that the energy expenditure whilst mobilising with a Stride-on device is similar to walking, and significantly lower than mobilising with a walking frame in single legged stance and three-point crutch mobilisation. This justifies the use of a Stride-on device as a part of routine practice aiding early mobilisation of patients requiring restricted weight bearing or single legged weight bearing.
Restricted weight bearing is used frequently as part of orthopaedic rehabilitation. It is not only indicated in lower extremity fractures, but also so rheumatoid conditions, vascular or diabetic conditions, as well as being part of a post operative regime.
Balance problems, decreased cardiovascular endurance and inadequate upper extremity strength can all hinder patients required to perform non-weight bearing as part of rehabilitation [10] . This can lead to adverse physiological as well as psychological effects as it may result in the patient remaining bed bound or confined to bed to chair activity only. This also has a wider impact on social care when considering safe discharge of patients from hospital, which can mean a longer hospital stay or requirement of interim placements, with its own added economic impact. There may also be a reduced compliance with instructions if patients feel they are unable to achieve non-weight bearing, which affects their clinical outcome. The Stride-on device does not rely on maintaining stability using upper body strength and we have demonstrated less physiological demand on the cardiopulmonary system. Therefore, not only can patients mobilise using this device more easily, but also they can potentially travel further and regain more independence.
There is clearly a physiological benefit with the Stride-on device over crutches or a walking frame; there was no significant increase in pulse rate or respiratory rate compared to walking with no aids. This makes it more appropriate in those older patients who have reduced cardiopulmonary reserve and quite possibly will have multiple co-morbidities. There is also a metabolic advantage, since the VO 2 and VCO 2 are lower; it represents less energy consumption and ATP liberation at a cellular level, which again aids recovery and mobility, and therefore makes it an attractive option for aiding rehabilitation.
A previous study in healthy volunteers also reported higher energy consumption when mobilising non-weight bearing with a walking frame, however they demonstrated no physiological difference between non-weight bearing and touch-weight bearing. Therefore we do not feel allowing to touch-weight bear would be an adequate solution [11] .
Minute ventilation was significantly higher with the Stride-on compared to walking. An explanation for this would be that a difference of 0 L/min from the median compared to walking was utilised in the calculation. There is obviously going to be an increase here compared to walking, however the numerical values are far less compared to a walking frame and crutches.
Elderly patients with balance issues may still have difficulty coordinating with the device, and it may take time for these patients to mobilise safely with this device. There is therefore a learning effect with the device, and with time would become easier to use and co-ordinate.
Although not justifiable to provide for all patients, a small fleet can be kept for appropriate patients from the hospital (provided they are returned), or the patients can themselves purchase or rent from the company directly. The cost of a new device is £260, and to rent for a week costs £15.50 (prices correct as of May 2015) [2] . Although a significantly higher cost compared to crutches or a frame, there are potential clinical benefits to the patient of early mobilisation, and economical benefits to the hospital if it facilitates early discharge.
This study represents a unique design to study the effects of different mobility aids on a healthy population. Compared to other studies, we have also shown higher energy expenditure with 3-point mobilisation. However, with our study, we have utilised the full array of mobility devices for comparison, and with the use of CPET, a very accurate and informative measure of physiological parameters to study energy expenditure and physiological response to exercise, which is used routinely in clinical practice.
Study limitations
The small number of subjects included in the study is a clear limitation, though adjustments were made with the analysis of the data to adjust for this. We also only tested on fit and healthy young volunteers, and it can be argued that maybe these findings cannot be extrapolated to more elderly patients. However, our study population allows correcting for as few confounding factors as possible.
It could be hypothesised that if we replicated non-weight bearing on a single limb within a fabricated lower leg cast, the results may be more transferrable to clinical practice. However previous gait studies using unilateral non-weight bearing swing through gait with and without a cast showed no change it oxygen consumption [12] .
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